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User manual supplement 

Use in hazardous locations 

 

This document is intended to supplement the primary user manuals for S100 series dust 

monitors. Refer to the primary user manual for general information about safety, 

installation, commissioning, operation and maintenance of your dust monitor. 

This user manual supplement provides additional safety instructions and technical specifications for the 

use of Ex models of S101 and S103 series dust monitors in hazardous locations.  

This appendix is applicable only to devices that have the certificate numbers listed in the label: 

• IECEx EESF 22.0047X 

• EESF 22 ATEX 033X 

Inspect the identification label on your device and make sure it contains these certificate numbers to 

ensure that these instructions and classifications apply to your device. 

 DANGER! 

 

Explosion hazard 

Using uncertified equipment in hazardous locations can result in an explosion. An 

explosion will lead to serious personal injury or death. If the device does not have the 

specified markings, do not use it in hazardous locations. 
 

Hazardous location classification 

Table 1: Hazardous location classification 

ATEX / IECEx  II 3D Ex tc IIIC T80°C Dc 

Ambient temperature −30 °C ... 60 °C (−22 °F ... 140 °F) 

Max. process temperature 200 °C (392 °F) 
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Preconditions of use 

 

For the device to fulfil the requirements of the certificate, you must comply with the 

following instructions. 

When using the device in hazardous locations, make sure that the following preconditions are met: 

• The device must not be installed in a location where the external conditions can lead to the build-

up of electrostatic charges. 

o Avoid materials that can generate electrostatic charges at the installation location. 

o Use only a damp cloth to clean the device. 

o Make sure that the device is properly connected to a stable ground potential using the 

external ground connection. Use a suitable ring or spade connector. Minimum conductor 

size is 4 mm2 (AWG 11). 

• All installation hardware, including but not limited to cable glands, conduit fittings, conduits, 

cables, etc. must comply with the following requirements: 

o Threaded connections must have PG11 thread, IP6X rating, and equivalent or better 

hazardous location classification than the device. 

o Install all hardware according to the manufacturer’s instructions. Additionally, follow all 

applicable local safety standards and regulations. 

o All installation hardware, including the cables, must have a temperature rating of at least 

80 °C (176 °F). 

• Protect the DC input and relay (Only on S101 Ex) connections with external fuses. See Table 2 for 

details. 

Table 2: Specifications for external fuses 

Connection Fuse Note 

DC input Max. 100 mA SCCR 300 A, use fuses compliant with IEC 60127 and UL 248 

Relays 1 and 2 Max. 200 mA Use fuses compliant with IEC 60127 and UL 248 
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Opening enclosure 

 

DANGER! 

Explosion hazard 

Opening the device enclosure when the device is energized can result in an explosion. 

An explosion will lead to serious personal injury or death. De-energize the device 

before removing the enclosure lid. 

 

The threaded lid on the enclosure is equipped with a M4x4 set screw that prevents the lid from rotating 

freely. This prevents accidentally opening the enclosure and exposing the internal electronics. Before 

opening the lid, remove/ loosen the screw using a compatible Allen key ( 3 mm). See Figure 1 for the 

location of the set screw. 

 

Figure 1: Location of the set screw 
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